A simple, rapid fluorimetric assay of amoxycillin in plasma.
A method for estimation of amoxycillin in plasma is described, based on the formation of a fluorescent derivative which is measured in the presence of 2-methoxyethanol. Drugs commonly administered together with amoxycillin do not appear to interfere with the assay. Data on the sensitivity, accuracy and linearity of the assay are presented together with a comparison with the microbiological assay.